Three radioactivity detectors for liquid-chromatographic systems compared.
Three radioactivity detectors coupled to a "high-performance" liquid-chromatography system are compared with regard to static efficiency, dynamic efficiency, background measurements, and within- and between-day variabilities. Their advantages and disadvantages are discussed.